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Configurable State-of-the Art 
Logic Analyzer Gives 
Choice of Performance 

Plug-in modularity lets you configure the 
DAS 9100 Digital Analysis System to your 
particular task, and then update the system as 
your needs change. Data acquisition capabilities 
range from 104 channels at 25 MHz to 16 chan- 
nels at 330 MHz and 8 channels with 1.5 nano- 
second resolution. Pattern generation modules 
provide word widths of up to 80 channels at 
speeds to 25 MHz. 



Codes and Formats Standard 
Adds Compatibility and 
Capability to IEEE-488 
Instruments 

A Tektronix-developed standard of codes and 
formats enhances compatibility among IEEE-488 
instruments and reduces the cost and time 
required to develop systems and application 
software. 
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Cover 

Configurability and programmability characterize 
both the DAS 9100 Digital Analysis System (top) 
and the TM 5000 Series general purpose instru- 
ments (bottom). Plug-in card modules allow you 
to configure the DAS for today’s logic analysis 
needs and update the system as your needs 
change. Plug-in instrument modules provide the 
same flexibility for your automated test and 
measurement needs. Both systems are pro- 
grammable via the IEEE-488 bus or an RS-232 
interface and conform to the Tektronix Codes 
and Formats Standard. 
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TM 5000— A New Family 
of IEEE-488 Programmable 
Instruments 







Bob Metzler is Mar- 
keting Manager for 
the Generai Purpose 
instruments business 
unit, which inciudes 
both TM 500 and 
TM 5000 Series prod- 
ucts. Bob joined Tek 
in 1973 after several 
years of design work 
in the communica- 
tions field. He received his B.S. in physics from 
the University of Louisville in 1960 and has an 
M.B.A. from the University of Portland. For 
recreation Bob enjoys backpacking with his 
family, listening to jazz and classical music, 
and dabbling in photography. 



Many of today’s “systems” resemble 
what we used to call conglomerations. 
Adoption of the IEEE-488 interface stan- 
dard has made it easier to mechanically 
and electrically interconnect instruments 
from multiple vendors. However, other 
elements (not defined by IEEE-488) differ 
from instrument to instrument making it 
difficult to integrate the pieces into an 
effective operating system. 

As discussions for a proposed new family 
of programmable instruments progressed, 
it became apparent that much of the com- 
patibility problem centered around the 
codes and formats used to encode and 
transmit data within a system. Accordingly, 
a set of standard codes and formats for 
IEEE-488 instruments was formulated and 
adopted at Tektronix. 

With the establishment of the codes and 
formats standard the task of developing a 
powerful, yet simple, IEEE-488 control soft- 
ware came into sharper focus. It seemed 
feasible to develop a set of software that 
would make instrument programming 
straightforward and easy to understand. 
The goal for the overall program was to 
provide a versatile, modular, programma- 
ble instrumentation system that could be 
programmed and used by a diverse group 




Fig. 1. The TM 5000 Series— a programmable test and measurement system that is easy to 
configure, easy to program, and occupies a minimum of space. 



of people — those involved in research, de- 
sign, manufacturing, servicing, and other 
areas. The system should accommodate 
users having little or no programming ex- 
perience as well as those capable of tack- 
ling complex measurement problems. 

An instrument- oriented BASiC 

Because of its wide use in industry, BASIC 
was selected as the basis for the new 
software. BASIC can be quickly grasped 
and applied to a wide variety of problems 
and tasks, and can be put to work with a 
minimum understanding of the language 
as a whole. 

Several enhancements to BASIC adapt it 
to the instrumentation task. One extends 
the maximum length of variable names 
from two characters out to eight, thus in- 
creasing the programmer’s ability to iden- 
tify variables with their English equivalents, 
or close approximations. As an example, 
the variable “channel” could be written 
CH, CHA, CHAN, or CHANNEL. 

Another enhancement permits variables to 
be defined exclusively within the confines 
of a subroutine. This feature lets program- 
mers break down a complex program 
into subroutine modules that can be ap- 
proached independently. 

Other enhancements allow any program 
line to be identified with a label, and pro- 
vide a flexible format for number entry. 

Front-panel programming 

For the instrument-oriented user, a “learn” 
mode provides, essentially, a “nonpro- 
gramming” method of setting up instru- 
ments on the bus. The user sets up the 
instrument from the front panel and by a 
single keystroke executes a command that 
causes the controller to query the instru- 
ment and store the control settings in 
memory. This is a fast, error-free way of 
programming an instrument. 

A new controller 

To fully implement the new software, a 
new instrument oriented controller — the 
4041 — was developed. The 4041 is based 
on the powerful 16-bit 68000 microproces- 
sor and accommodates up to 160 kilo- 
bytes of user RAM. The standard configu- 
ration includes 32 kilobytes of RAM and a 
DC 100 mag-tape cartridge drive that pro- 
vides up to 160 kilobytes of storage per 
tape. The DC 100 is used to store pro- 
grams during program development, to 
load programs into system RAM during 
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Fig. 2. The 4041 instrument-oriented controller Is designed to serve needs In both engineering 
and production test. It can be used for program development, using an optional keyboard or 
any RS232-equlpped terminal, or set up for “execute only’’ operation with programs loaded via 
mag-tape cartridges. 



“execute only” operation, and for unat- 
tended, long-ternn data logging. 

The 4041 ’s front panel contains an 18-key 
operator keypad. Ten numeric keys, useful 
for entering numeric information requested 
by an INPUT statement, are user-definable 
and can be assigned subroutines by the 
applications program. A 20-character al- 
phanumeric LED display communicates 
test procedures, operator prompts, and 
program results. Hardcopy is provided by 
a 20-column thermal strip printer. 

The basic 4041 is configured for “execute 
only” operation. When using the 4041 for 
program development, an optional ROM 
set in a special carrier is inserted via the 
front panel. This firmware completes the 
operating system and permits users to 
generate and debug original programs. 
Source code can be written using an op- 
tional keyboard that plugs into the 4041 
or any CRT terminal connected via the 
RS-232C port. A hardcopy printer can also 



be connected to the 4041 if an optional 
second serial interface has been installed. 
The 4041 is compatible in appearance and 
mechanical design with the mainframe of 
the new TM 5000 Series of programmable 
instruments. 

A new family of programmables 

While work was proceeding on the soft- 
ware and the controller, a parallel program 
was underway to develop a whole family 
of programmable instruments. Designated 
the TM 5000 Series, the family includes 
nine new products at introduction: a triple 
power supply, 135 MHz and 350 MHz uni- 
versal counter/timers, 20 MHz function 
generator, 4-^2 digit digital multimeter, 
16-channel rf scanner, multi-function 
interface, and two power mainframes. 

All of the instruments comply with the 
Tektronix Codes and Formats Standard 
and have individual IEEE-488 interface 
controllers. Each has its own microproces- 
sor to perform processing locally and keep 



bus traffic and demands on the system 
controller at a minimum. 

An important design decision was to make 
all of the functions and parameters set- 
table from the front panel, as well as being 
programmable. This provides a simple, 
straightforward means of programming an 
instrument. Lighted controls and digital dis- 
plays indicate the status of the instruments 
at all times (except for the DC 5009). A 
major operating convenience is front-panel 
display of an instrument’s primary ad- 
dress, available at the touch of a button. 

At power-up, each instrument performs a 
selMest diagnostic routine to verify its 
readiness for use. If no internal error is 
found, the instrument enters the local 
state with its current front-panel settings 
and default remote settings, and signals 
the controller it is ready for service. If an 
internal error is found, an error code is im- 
mediately displayed on the instrument’s 
front panel. 

TM 5000 Series mainframes 

Two power mainframes; a three-compart- 
ment wide (TM 5003) and a six-compart- 
ment wide (TM 5006), house and provide 
power to the plug-in modules. Both 
TM 500 and TM 5000 plug-in modules can 
be plugged into either mainframe. This 
gives users the option to use both manual 
and programmable instruments in the 
same enclosure to optimize system perfor- 
mance and cost. 

A key-and-slot arrangement on the plug-in 
interface connectors prevents inadvertent 
insertion of alien modules. This scheme 
also provides a convenient means of 
reserving compartments for a particular 
class of instrument. For example, the right- 
hand compartment of each mainframe is a 
high-power location. A PS 5010 Program- 
mable Power Supply inserted in this posi- 
tion can supply twice as much power as 
from another location. 

Separate 20-pin connectors in each com- 
partment interface with the programmable 
modules. These connectors are paralleled 
and brought out to a single IEEE-488 con- 
nector at the rear of the mainframe. 

A programmable triple power supply 

The PS 5010 Programmable Power Supply 
is designed to furnish commonly-used pos- 
itive, negative, and logic supply voltages, 
from a single unit. The 0 to +32 and 0 to 
- 32 volt floating supplies (referenced to 
a common front-panel terminal) can each 
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supply up to 750 milliamps. In a main- 
frame high-power slot, up to 1 .6 amps at 
15 volts is available. Programming incre- 
ments are 10 millivolts from 0 to 10 volts 
and 100 millivolts from 10 to 32 volts. Cur- 
rent limiting is also programmable in 50- 
milliamp increments from 50 milliamps to 
1.6 amps. The two supplies can be oper- 
ated independently or set in a dual 
tracking mode. 

The logic supply is ground-referenced and 
programmable over a range from 4.5 to 
5.5 volts in 10 millivolt increments. Here, 
too, current limits can be set in incre- 
ments of 100 milliamps over a 100 milli- 
amp to 3-amp range. 

The supplies have three operating states — 
voltage regulated, current limited, or un- 
defined. Should a supply change from one 
state to another, for example, from voltage 
regulated to current limited, the PS 5010 
will indicate the change on its digital dis- 
play and send an interrupt to the system 
controller. The controller can then query 
the status of the supply and take appro- 
priate action. 

Unique function generator controi 

The FG 5010 Programmable Function 
Generator provides the usual capabilities 
plus some unique ones. For example, 
users can control waveform symmetry in 
one-percent increments from 10 to 90 per- 
cent, and can program phase from -f 90 
degrees to -90 degrees in one-degree 
steps when operating in the trigger and 
gate modes. In the phase-locked mode, 
phase with reference to the locking signal 
can also be controlled with the same reso- 
lution and range. 

Frequencies from 2 millihertz to 20 mega- 
hertz, amplitudes from 20 millivolts to 20 
volts, and offsets from 0 to 7.5 volts are all 
programmable. An error-correction circuit 
maintains frequency accuracy within 0.1 
percent. All of the programmable func- 
tions, parameters, operating modes, and 
so forth can be set up manually via front- 
panel pushbuttons. The FG 5010 can store 
up to ten setups, thereby reducing bus 
programming time during system 
operation. 

Counter/Timer 1 -picosecond resolution 

The 350 megahertz DC 5010 Universal 
Timer/Counter also contributes some 
unique capabilities to the system. A propri- 
etary, front-end, integrated circuit, which 
was designed and fabricated at Tektronix, 
makes possible one-picosecond averaging 




Fig. 3. The FG 5010 Programmable 20-MHz Function Generator can store 10 complete panel 
setups and has counted-burst and phase lock capabilities as weli as programmable symmetry 
and phase. 



resolution. Single-shot time resolution is 
3.125 nanoseconds. 

Both the DC 5010 and the 135 megahertz 
DC 5009 feature a dual-input ratio archi- 
tecture, with several modes for adding, 
subtracting, and calculating ratios of 
events on the two channels. 

An autotrigger function measures the peak- 
to-peak input signal amplitude and sets the 
trigger level to the 50 percent point. The 
DC 5010 uses this same peak-to-peak in- 
formation to calculate the 10 percent to 
90 percent rise and fall times of the input 
signal. A null function subtracts an initial 
reading from subsequent readings, to 
automatically compensate for differences 
in cable lengths, and so forth. 

All of the DC 5009 and DC 5010 functions 
can be controlled from the front panel or 
the IEEE-488 bus. 

A smart 4-V2 digit muitimeter 

The DM 5010 Programmable Digital Multi- 
meter is a 0.015 percent instrument with 



extensive math capability. Besides mea- 
suring resistance and AC or DC volts, the 
DM 5010 calculates averages, handles off- 
set and scaling, performs decibel conver- 
sions, has a nulling function, and makes 
comparison readings for a high-low-pass 
sorting mode. This extensive math capabil- 
ity makes the DM 5010 a valuable stand- 
alone instrument, and greatly reduces 
time on the bus when used in systems 
applications. 

The DM 5010 measures up to 1000 volts 
DC, 700 volts true RMS AC, and 20 meg- 
ohms of resistance. A user can step 
through the ranges or use autoranging 
in both manual and programming modes 
of operation. A dual sample rate provides 
4 -V 2 digit resolution at 3 measurements 
per second, or 3 -V 2 digit resolution at 26 
measurements per second. As with other 
TM 5000 instruments, the DM 5010 is fully 
programmable from the front panel or the 
IEEE-488 bus. 
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Fig. 4. The DC 5010 Programmable Universal Counter/Timer features reciprocal frequency, 
auto-trigger, RISE/ FALL mode, and one-picosecond time interval averaging resolution. 



Rounding out the system 

An important part of any system activity 
is interfacing the test instruments to the 
device under test. Two products in the 
TM 5000 family — the Ml 5010 Program- 
mable Multifunction Interface and the 
SI 5010 R.F. Scanner— make the task 
relatively easy. 

The Ml 5010 and its companion MX 5010 
Multifunction Interface Extender module 
each provide space for three plug-in 
cards. The purpose of the modules and 
their cards is to provide a programmable 
interface between the TM 5000 instru- 
ments and the device under test, and 
other non-IEEE-488 programmable 
instruments. 

Three cards are available at introduction: 
The 50M30 Programmable Digital I/O 
Card features 16 channels each of digital 
input and digital output. Both input and 
output are TTL compatible. Typical applica- 
tions for this card include interfacing with 



relay drivers, switches or custom key- 
boards, BCD data from non-IEEE-488 in- 
struments, and static binary words. 

The 50M40 Programmable Relay Scanner 
Card serves as a low-frequency scanner 
accommodating up to 16 inputs or outputs. 
The card contains 16 mercury-wetted 
relays that can be configured 16-to-1, 

8-to-1 , or 4-to-1 by positioning jumpers. 
Typical uses include control of larger 
relays, scanning a multimeter input over 
several signal points, turning on lights or 
audible indicators, and so forth. 

The 50M70 Programmable Development 
Card allows users to design their own 
special functions, such as digital-to-analog 
and analog-to-digital converters, special 
word recognizers, or any other function 
needed to complete an automated system, 
without concern for interfacing to the 
TM 5000 system. The rear portion of the 
card contains interface firmware, with the 
remainder of the card (about 20 square 



inches) reserved for the user’s customized 
circuitry. 

For switching high-frequency signals, the 
SI 5010 R.F. Scanner provides 16 wide- 
bandwidth channels that can be software- 
configured into a 16-to-1, two 8-to-1, or 
four 4-to-1 configurations. Optimum 
bandwidth is 350 MFIz in the 4-to-1 
configuration. 

Both the SI 5010 and the Ml 5010 have a 
real-time clock and buffer for sequence 
storage and execution, allowing the system 
controller to attend to other activities 
while switching commands are being 
implemented. 

Summary 

The TM 5000 Series Programmables are 
designed to extend the advantages of auto- 
mated test systems to users previously 
denied access because of limited interfac- 
ing capability or programming expertise. A 
new instrument-oriented controller and ex- 
tended-BASIC language provides versatility 
adequate for even the most sophisticated 
applications. And the modular design pro- 
vides configurability and compactness 
unique in programmable systems. 
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Configurable State-oMhe-Art 
Logic Analyzer Gives 
Choice of Performance 
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Tektronix customers are well aware of the 
benefits plug-in modularity affords oscillo- 
scope users. Now, these same benefits 
are available to logic analyzer users. Select- 
able, plug-in card modules and a powerful 
mainframe let you configure the new 
DAS 9100 digital analysis system to meet 
your specific needs. You can have syn- 
chronous or asynchronous data acquisition 
at speeds up to 330 MHz, timing resolution 
to 1 .5 nanoseconds on 8 channels, and 
data widths from 16 channels at 330 MHz 
to 104 channels at 25 MHz. 

And the DAS can be more than just a 
logic analyzer. Two plug-in pattern genera- 
tion modules let you generate word widths 
up to 80 bits at rates to 25 MHz. Combin- 
ing pattern generation and data acquisition 
in a single modular instrument provides 
greater performance versatility and oper- 
ating ease than is possible with separate 
units. 

The DAS mainframe houses up to eight 
plug-in card modules. Two slots are re- 
served for the controller and time base/ 
trigger modules, with the remaining six 
slots available for configuring the DAS 
to your specific task. 

For data acquisition, there is a choice of 
four different modules: 



• The 91A32 — 32 channels and sampling 
rates to 25 MHz; well-suited for analyz- 
ing bus transactions. 

• The 91A08 — an eight-channel, 100-MHz 
unit with 5-ns glitch capturing capability. 

• The 91A04 — with four channels capable 
of 330-MHz acquisition and operation in 
a high-speed mode providing two chan- 
nels of 1.5 nanosecond resolution. 

• The 91AE04 — a four channel, 330 MHz 
expander module. 

Up to four acquisition modules can func- 
tion in the DAS mainframe simultaneously. 
Memory depth is 2048 bits per channel 
with the 91A04 (4096 bits in the two- 
channel mode) and 512 bits per channel 
with the 91A08 and 91A32. 

Two card modules are available for the 
pattern generator. The 91 PI 6 basic unit 
provides 16 data output channels, two 
strobes, and a clock. An expander module, 
the 91P32, adds 32 data channels and 
four strobes. Three pattern-generator 
modules can function in the DAS simulta- 
neously, to generate up to 80 channels of 
data and 10 programmable strobes at 
rates up to 25 MHz. 

A common controller 

The DAS uses a single Z80 microproces- 
sor to control both data acquisition and 
pattern generation. You can start either 
function separately or both at the same 
time. The controller card contains 32 kilo- 
bytes of system RAM, with firmware occu- 
pying up to 128 kilobytes of ROM, part of 
which resides on the various modules. As 
the Z80 address bus is not open-ended, a 
way of mapping a module’s firmware into 
the Z80 address space had to be imple- 
mented. This is accomplished by two 4-bit 
registers that are programmed to select 
the module and the particular ROM on the 
module to be addressed. 

Communication between modules is via 
two busses: the controller bus — used for 
internal communications, and the high- 
speed bus, dedicated to control applica- 
tions. The controller bus goes to all of the 
modules and carries address and data in- 
formation. Faster signals, such as clocks, 
qualifiers, and word recognition travel the 
high-speed bus. Communication between 
the pattern generator and its extension 
modules is also via the high-speed bus. 

Menus for manipulation 

Extensive menus provide a high degree of 
versatility, yet make the DAS setup straight- 



Fig. 1. The DAS 9100 Digital Analysis System provides a choice of performance via plug-in 
card modules. An easy-to-use keyboard, selectable menus, and a large, bright display 
facilitates operation. 
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at the University of Portland. 
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Fig. 2. The menu selection section of the 
DAS keyboard. 



forward and easy to understand. Figure 2 
shows the menu section of the DAS key- 
board. There are seven general menus: 
five control the data acquisition function, 
one the pattern generator function, and 
one the input/output function. Several sub- 
menus can be selected from fields dis- 
played in the general menus. At power up, 
all menus are automatically programmed 
with default values allowing immediate use 
of the DAS capabilities. 

Also at power up, a configuration display 
lists the mainframe bus slots and identifies 
the installed modules. This display tells the 
user when power-up self-tests have been 
completed and indicates which modules 
pass or fail. If all elements pass, the screen 
displays a message instructing the user to 
select a channel specification, trigger speci- 
fication, or pattern generation menu to 
program the desired function. 

The Channel Specification menu (figure 3) 
controls the way in which incoming data is 
formatted and used by the trigger specifi- 
cation, state table, and mnemonic menus. 
However, it does not control how data is 
acquired. Once probes have been con- 
nected to the system under test, you can 
use this menu to change the display of 
data channels without manually reconnect- 
ing the probes or acquiring new data. 
Probe pods and channels can be grouped 
into logical display blocks, such as ad- 
dress, data, or control lines, and the order 
in which the groups will be displayed can 
be defined. A group may have from one to 
96 channels. The Channel Specification 
menu is also used to select the radix and 
logic polarity of the displayed data, and for 
setting the probe threshold voltage for 
each group. 
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Fig. 3. The Channel Specification menu allows you to group the data Input channels and 
arrange their display order, set probe threshold voltages, and choose the display radix (hex, 
binary, or octal). 




Fig. 4. The Trigger Specification menu is used to set up triggering parameters Including clocks 
and qualifiers. 



Versatile triggering provides 
split acquisition 

The DAS provides a wide choice of trigger 
setups. Each DAS module has its own pa- 
rameters, which are selected using the 
Trigger Specification menu (figure 4). With 
the 32-channel acquisition module in- 
stalled, three-level sequential triggering 
(with various logical combinations), multi- 
ple trigger occurrences, arming, and delay 
times can be selected. Two clock qualifiers 
also can be set. Installation of a 91A08 
module adds a 5-nanosecond glitch trig- 
gering capability and the trigger-arming 
capability when used with the 91A32 
module. 



The DAS also can acquire and display in- 
formation from multiplexed microprocessor 
busses. With two 91A32 modules installed, 
a trigger specification sub-menu allows you 
to configure the DAS for external-split clock 
operation. By adding modules, up to three 
separate external clocks may be tracked, 
in turn, arming another module for asyn- 
chronous acquisition of high-speed data. 

As a timing analyzer, the DAS provides 
state-of-the-art performance with resolution 
selectable from 40 nanoseconds to 1 .5 
nanoseconds. The timing display is en- 
abled by selecting the Timing Diagram 
menu. A typical timing display is shown in 
figure 5. The display includes logic events 
stored in the acquisition and glitch rnemo- 
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Fig. 5. The timing diagram provides glitch viewing and magnification up to 10,000 times for 
making high-resolution measurements. The portion of the timing window being displayed is 
indicated by the dark square in the horizontal green bar at upper right. 




Fig. 6. This timing diagram shows simultaneous acquisition of synchronous data (low-speed 
acquisition) and asynchronous data (high-speed acquisition), using the trigger arming mode. 
The low and high-speed displays are displayed in correct time relationship. 



ries, and several other elements to help 
you in analyzing the data. 

When using multiple 330-MHz data acqui- 
sition modules, the transition time down 
the backplane between modules in the 
mainframe can be an appreciable part of 
a sample interval. Provision is made to 
automatically deskew, or balance out, the 
data paths in each high-speed module to 
assure correct time relationships. Deskew- 
ing is of particular importance in the 1 .5 
nanosecond resolution mode. 

The DAS even allows split acquisition of 
data, in which slow and fast acquisition 
modules operate as linked logic analyzers. 
This operation is called the “arms mode.” 



Although many analyzers have an arming 
capability, there is an important difference 
in the DAS arming mode— both slow and 
fast data are displayed simultaneously and 
in correct time relationship. 

To accomplish coincidence of the two data 
displays in the arms mode, the fast data 
module samples the slow data’s clock and 
stores the result in a clock array. The DAS 
also records the slow and fast modules’ 
trigger points, and the number of fast 
clocks occurring between the two triggers. 
Using these bits of information, the DAS 
firmware calculates what the relative on- 
screen positions of the data should be and 
displays them accordingly. The positions of 



the cursor and the fast and slow triggers 
are also displayed. 

Of particular importance in split acquisition 
is the MAG (magnification) field, which 
allows you to increase the display resolu- 
tion. In default, no magnification is used 
and the entire memory content of each 
channel trace is shown. You can select 
magnifications of up to 10,000 times in a 
1-2-5 sequence (see figure 6). A memory 
window in the upper-right section of the 
screen shows the portion of memory being 
displayed. 

When a 91 AOS acquisition module is in 
use, glitches are always acquired. You 
can quickly determine whether a displayed 
pulse is data or a glitch by setting the 
GLITCH field to OFF. 

The SEARCH field in the menu allows you 
to do two types of searches. You can 
search for the next change in data values 
(from the memory cursor location) or you 
can search for a specific data word. When 
data has been acquired using a fast inter- 
nal clock rate, the search for next change 
of data mode allows you to quickly move 
to the next area of interest without contin- 
ual scrolling. The logic levels present at 
the cursor position are displayed in binary 
at the right-hand edge of the screen. 

The POD and CH (channel) fields at the 
left of the screen identify which data chan- 
nels are being displayed. You can use 
these fields to display channel traces in 
any order you choose and can label each 
trace with a name consisting of up to six 
characters. The trigger cursor indicates 
the position of the trigger word on-screen. 
Both fast and slow triggers are indicated 
in split acquisition timing displays. 

Mnemonics enhance state 
table displays 

The Channel Specification menu provides 
great flexibility in formatting data for the 
state table display. Once data is acquired, 
it can be moved around easily and grouped 
for fast, efficient analysis. The State Table 
menu (figure 7) gives you a choice of dis- 
playing data residing in acquisition memo- 
ry, or displaying data from reference mem- 
ory separately or simultaneously with ac- 
quisition memory. You can also choose to 
mask out columns of data so that they are 
ignored during memory comparisons, or 
select a portion of the data in reference 
memory, for comparison. 

The state table display can be enhanced 
by use of the Define Mnemonics menu 
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(figure 8). With this menu you can identify 
events with a word and more easily follow 
data transactions acquired by the DAS. 
Mnemonics can be linked to individual 
probe inputs for easy separation of data. 
Up to 256 mnemonics can be assigned. 
When the Define Mnemonic menu is 
selected, the menu “reads” the Channel 
Specification menu to find out how the 
channels are grouped together. It then 
provides a mnemonic table for each valid 
group. All 256 mnemonic values can be 
entered under one table or divided into as 
many as 16 separate groups. The group 
table can be used to disassemble data dis- 
played in the state table. 

A trailing words field lets you specify wheth- 
er a given mnemonic applies to more than 
one data value. Many assembly languages 
use a series of data words for one instruc- 
tion. You may want to specify a mnemonic 
on the first word and disable disassembly 
on the remaining words. The trailing words 
feature gives you this capability for up to 
nine trailing words. In addition, you can 
use mnemonics for labeling calls to sub- 
routines or for defining your own custom 
labels. 

The pattern generation function 

In the introductory paragraphs of this arti- 
cle we discussed briefly the pattern gener- 
ation capabilities of the DAS — word widths 
up to 80 channels, clock rates to 25 MHz, 
and up to 10 programmable strobes. Now 
let’s consider this function in greater 
detail. 

The basic pattern generator module pro- 
vides 16 channels of data output, plus two 
strobe outputs and a clock output. An ex- 
tension module adds 32 data outputs and 
four more strobes. The basic module and 
two expansion modules can be plugged in- 
to the DAS to provide a total of 80 data 
channels and 10 strobe outputs. Up to 254 
different words can be defined in a single 
program. 

Like the logic analyzer function, the pat- 
tern generator is menu driven. Two sub- 
menus direct input from the keyboard to 
set up the pattern generator for the specif- 
ic application. The Program sub-menu (fig- 
ure 9) allows you to specify clock source 
and rate, response to input signals from 
the system under test, and to program the 
data output. Seven instruction keys (figure 
10) are used with this menu. You can: 
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Fig. 7. Using a state table display, both acquisition and reference memory can be viewed 
simultaneously for easy comparison of newly acquired data with known data. 
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Fig. 8. The Define Mnemonics menu allows you to label numerous values with a custom word 
of up to 10 characters. The trailing-words feature allows you to apply a -given mnemonic to 
more than one data value. 



• Specify each word in the pattern 
generation sequence 

• Loop to labeled program lines 

• Call labeled subroutines and return 
from them 

• Program incremental counting 

• Repeat a word n number of times 

• Hold the same data output for n clock 
cycles (with clock output disabled) 

• Halt data output 

• And select the number of active strobes. 

Fig. 10. The pattern generator instructions 
keyboard simplifies entering Instructions in 
the program. 
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Fig. 9. The Pattern Generator Program sub-menu is used to set up the pattern generator’s 
output program and select the programmed strobes. 
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Fig. 11. The Pattern Generator Timing sub-menu is used to define the characteristics of the 
programmable strobes and the pattern generator’s start mode (either run or step). 



The pattern generation Timing menu (fig- 
ure 11) provides control of two pattern 
generation functions: the mode in which 
data will be output — continuous or step by 
step, and the characteristics of each 
strobe output. Three characteristics can 
be defined — delay of the strobe output 
with respect to the output clock edge, du- 
ration of the strobe, and the polarity of the 
strobe. The strobe outputs can be pro- 
grammed and combined in a manner to 
simulate bus management activity and 
thus control the input of a programmed 
pattern sequence to a prototype. 
Interaction with the prototype is enabled 
by programming the pattern generator to 



respond in specific ways to active inputs 
on the DAS’s pause, inhibit, and interrupt 
lines. An active “pause” signal from the 
prototype will cause the pattern generator 
to stop at its most recent step in pro- 
grammed data output until the prototype 
releases the “pause.” The pattern genera- 
tor will then resume output at the next 
step in the pattern program. If the proto- 
type initiates an “inhibit” signal, the pat- 
tern generator’s data output lines go tri- 
state, effectively disconnecting them from 
the bus. If the prototype asserts the “inter- 
rupt” line, the pattern program will jump to 
a specified subroutine, execute it, and 
then return to the main pattern program 



flow. It is possible to have subroutines 
nested inside the interrupt routine. The 
system permits up to 16 levels of nesting. 

Interfacing the pattern generator 

Two different pattern generator probes 
were developed to provide interfacing with 
the various logic families. The TTL/MOS 
version has active pull-up and pull-down 
and accommodates large swings and rela- 
tively slow rise and fall times. 

Each probe provides ten output channels: 
eight data, one strobe, and one clock. 
Additional lines connect to voltage rails 
and establish the high- and low-level 
thresholds. 

The external clock, and pause, inhibit, and 
interrupt signals are input to the pattern 
generator via a clock probe plugged into 
the trigger/timebase module. The same 
probe provides a master-external-clock In- 
put and two additional external-clock lines 
for external-split-clock operation of the 
32-channel data acquisition module. 

DAS applications expanded 

Several optional features allow you to ap- 
ply the DAS to applications outside the 
usual design realm. The DC 100 Magnetic 
Tape Drive Option provides over 160 kilo- 
bytes of permanent storage that can be 
used for saving test patterns used in de- 
signing and troubleshooting a product. 
These saved patterns are quite useful in 
testing and evaluating a product in produc- 
tion. Instrument setups and mnemonic 
tables also can be stored and used to 
automatically restore the DAS to a particu- 
lar setup. 

Another option provides the DAS with 
RS-232, IEEE-488 GPIB, and hard copy 
unit interfaces. The RS-232 and IEEE-488 
interfaces allow you to operate the DAS 
from a controller in networked or auto- 
mated test applications. The remote pro- 
gramming language supports all opera- 
tions which can be performed from the in- 
strument keyboard and some additional 
commands that are useful for automated 
test applications. 

The RS-232 interface also allows one DAS 
to be linked with another in a master/slave 
arrangement for remote operation. The 
master DAS serves as the controller for 
setting up and operating the remote slave 
DAS, and does not have to have the same 
complement of modules as the slave. 
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An optional composite video output allows 
documentation of test results and operat- 
ing parameters through the use of a hard 
copy unit such as the Tektronix 4612 or 
4632. This port also may be used for con- 
necting to a remote monitor for group 
viewing. 

Self-test diagnostics 

When an instrument performs as many 
functions as the DAS, it is important to 
have self-test at power up. Each time the 
DAS is powered up, internal diagnostic 
tests automatically check out the major 
mainframe components and operating 
firmware. 

During the first phase of the self-test, the 
DAS tests the major blocks of RAM and 
ROM and initializes I/O ports. After initiali- 
zation is complete, a screen display (figure 
12) lists the installed modules, which slot 
they reside in, and whether each passes 
or fails the self-test. Procedural options are 
listed at the bottom of the display. An ex- 
tended diagnostic menu can be called up 
to run tests that fully check out any 
module or the entire system. 

To allow you to check out the probes used 
with the DAS, a diagnostic lead set is pro- 
vided that facilitates connection between a 
pattern generation probe and an acquisi- 
tion probe. A preset walking-ones pattern 
allows you to test the complete path from 
the pattern generator, through the pattern 
generator and acquisition probes, to the 
acquisition module. This setup is also a 
convenient vehicle for learning how to 
operate the instrument. 

Summary 

The DAS 9100 is a unique combination of 
state-of-the-art logic analyzer and pattern 
generator. It is designed to allow you to 
efficiently simulate, stimulate, and analyze 
the response of digital circuitry. Modular 
design lets you configure the DAS for to- 
day’s tasks and expand it to meet future 
needs. It Is easy to operate, yet versatile 
enough to handle even the most demand- 
ing application. 
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Fig. 1. Set-up times are decreased and ease- 
of-use is increased (improved productivity) 
when instruments use GPIB combined with 
standard Codes and Formats and user- 
oriented operating conventions. 



Exciting new measurement capabilities 
are announced almost daily in the form of 
microprocessor-based products designed 
to operate as stand-alone instruments or 
as part of an automated measurement 
system. 

The IEEE Standard 488, introduced in 
1975, makes the task of assembling a 
system much easier by defining a stan- 
dard interface for programmable Instru- 
ments. The standard covers three basic 
aspects: 

Mechanical— the connector and the 
cable. 

Electrical— the voltage levels for logic 
signals and how the signals are sent and 
received. 

Functional— the tasks that an instru- 
ment’s interface is to perform, such as 
sending data, receiving data, and trigger- 
ing the instrument. 

Using the interface standard, instruments 
can be designed for basic compatibility. 
However, this standard is only the first 
step in ensuring compatibility. Instruments 
from various manufacturers still differ in 
the way in which data is encoded and 
transmitted. The situation can be likened 
to two persons trying to converse over the 
telephone: they have a physical connec- 
tion, but unless both speak and under- 
stand the same language, little communi- 
cation takes place. 

To resolve this dilemma for instrumenta- 
tion, Tektronix has developed a codes and 
formats standard. This standard estab- 
lishes a common message structure, 
describes communication elements and 
how they will be combined, defines control 
protocol, and standardizes features that 
are particularly important to test, measure- 
ment, and analysis systems. 



Because nearly all of today’s IEEE-488 in- 
struments use ASCII-coded characters to 
send and receive data, Tektronix has 
chosen ASCII coding as standard. In addi- 
tion, nearly all instruments that send or 
receive numbers use the ANSI X3.42 stan- 
dard format. This format states, in effect, 
that there are three types of numbers — 
integers, reals, and reals with exponents — 
and that they should be sent with the most 
significant character first. Table 1 shows 
examples of these formats. 

Note that while a number has been defined, 
its use has not. The codes and formats 
standard places no restrictions on the use 
of a number. It does not matter whether a 
number is from a multimeter, counter, or 
spectrum analyzer. In all cases, the syn- 
tax, or structure, of the number is the 
same. 

Instruments that incorporate microproces- 
sors can perform complex functions. To 
have a computer or instrument controller 
fully interact with such devices requires 
code and format conventions more com- 
prehensive than those that simply define 
numbers. 

For instance, consider a device that 
makes a group of measurements and is 
asked to report them. This requires a 
group of numbers to be sent. In the 
Tektronix standard, a comma is used to 
separate one number from another. As an 
example, a digital multimeter might send 
measured output voltage limits as - 2.32, 
1.65. 

Further, suppose that another device 
makes two different types of measure- 
ments, such as frequency and phase, and 
is asked to report them. There should be a 
means for identifying each type. This is 
done by sending a “header” that is a de- 
scription of the number. If headers and 





Table 1: 


Number Formats (ANSI X3.42) 


NR1 


375 
+ 8960 
-328 
+ 0000 


Value of “0” must not contain a minus sign. 


NR2 


+ 12.589 
1.37592 
-00037.5 
0.000 


Radix point should be preceded by at least 
one digit. 

Value of “0” must not contain a minus sign. 


NR3 


-1.51E + 03 
+ 51.2E - 07 
+ 00.0E + 00 


Value of “0” must contain an NR2 zero 
followed by a zero exponent. 
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numbers are sent sequentially, they must 
be separated from each other. A semi- 
colon is used for this purpose; for exam- 
ple, FREQ 3570; PHASE 72. 

These well-defined formats significantly 
enhance data communication compatibility 
over the IEEE-488 bus. 

The human interface 

The rapid growth in the numbers of in- 
struments that include an IEEE-488 inter- 
face means more people will be involved 
in connecting these instruments together 
to perform some measurement function. 
Typically, the people will have widely diver- 
gent skill levels. The manner in which an 
instrument can be programmed will deter- 
mine the skill level required to effectively 
use it. For instance, consider an IEEE-488 
programmable power supply. It can be 
designed in one of two ways. The first is 
with minimal intelligence that allows the in- 
strument to accept some code that can be 
conveniently interpreted and executed. As 
an example, some power supplies require 
the sequence 0 8 E 3 to put out 20 volts. 
Here, the “0” stands for the O-to-36 volt 
range, and the “8E3” is the ASCII repre- 
sentation of the hexadecimal commands 
required. 

The second method is to design the power 
supply with a microprocessor and intelli- 
gence to accept easily understood num- 
bers. In this instance, to put out 20 volts 
from the positive supply of a multiple- 
supply instrument, the programmer simply 
sends the character sequence “VPOS 20”. 
This method of interacting is obviously 
easier for the person writing the original 
program and also for someone who later 
has to figure out what the program is sup- 
posed to do. 

Numbers in easily read formats are easily 
handled by both computers and people. It 
is also necessary to send instructions to 
an instrument in a format other than 
numbers. For example, in setting up a 
measurement, you may want to specify: 
trigger external, peak auto, and function 
sine. In these instances, we can treat the 
first word as a header and the second 
word as a data type that is different from 
a number. 

Other data types, called arguments, are 
useful for various purposes: 

Character arguments— for sending in- 
formation relevant to a header but not 
expressable as a number; for example, 
GRATICULE ON or COUPLING DC. 



String arguments— for sending text to a 
display or printer. 

Binary biock arguments— for sending 
binary data of known length. 

Link arguments— for sending certain 
types of instrument commands. 

End block arguments— for sending 
binary data of unknown length or format. 
The same general format can be used 
for all types of communications on the 
IEEE-488 bus. Table 2 defines the mes- 
sage structure used for Tektronix 
instruments. 

Message conventions 

While the use of standard codes and for- 
mats enhances compatibility between de- 
vices using the IEEE-488 bus, it does not 
solve all of the compatibility problems. 
Well-defined operational conventions are 
also needed. 

A good example is the need for a standard 
way to terminate messages. Two methods 
are currently in use: the first sends printer 
format characters such as CR or CR LF; 
and the other asserts the EOl line during 
the time the last data byte of the message 
is sent. 

The first method provides opportunity for 
confusion. For example, it is possible for a 
message to contain a sequence of binary 
coded bytes which, if perceived as ASCII, 
will appear to be a CR LF and thus be 
misinterpreted. 

The second termination method — assert- 
ing EOl concurrently with the last byte — 
unambiguously terminates the message. 
This is the method specified in the 
Tektronix Codes and Formats standard. 
Other problems can be created by the 
lack of good message handling conven- 
tions. A classic example is a programm- 
able power supply which executes each 
individual command as received. If the 
programmer neglects to set the current 
limit first and programs a substantial in- 
crease in output voltage, the device under 
test could be damaged. A power supply 
designed to execute a command only after 
receiving the entire message terminated 
by asserting EOl would not present this 
problem. 

This same convention prevents misunder- 
standings between a computer and a mea- 
surement instrument. When instructed to 
send a measurement message, an instru- 
ment sends EOl only when the message is 
completed, and no more data is sent unless 



directed by the computer to do so. Thus, 
the computer knows the message is com- 
plete, and the instrument has not been 
stopped in the middle of talking. 

The Tektronix Codes and Formats standard 
defines a message to be a complete block 
of information. It begins when a device 
starts sending a message and ends when 
EOl is sent concurrently with the last data 
byte. 

Obviously, it is important to also clarify the 
beginning of a message. An instrument 
sending a message may be interrupted by 
the computer taking control, perhaps to 
conduct a serial poll. When the instrument 
becomes a talker again, it should resume 
sending the message. Thus, the message 
beginning is defined as the time when a 
device enters the talker active state for 
the first time following a reset or a pre- 
viously sent EOl. 

There are other elements in the message 
convention. When a device is made a 
talker, it should always say something. If it 
has nothing to say, it should send a byte 
of all ones concurrent with EOl. This tells 
the listening device that no meaningful 
data is forthcoming and prevents tying up 
the IEEE-488 bus while the computer waits 
for a nonexistent message. 

A listening device should always hand- 
shake, even when it does not understand 
or cannot execute a particular message. 
Under no circumstances should a device 
execute a message it does not under- 
stand. After EOl is received, if the listening 
device is confused, it should send out a 
service request and, on a serial poll, notify 
the controller that the message was 
unclear. 

Status byte and query convention 

The Tektronix Codes and Formats standard 
also includes a status byte convention to 
augment that provided by IEEE-488. The 
IEEE-488 standard defines a facility to 
send a byte of status data to the com- 
puter. However, it assigns only one bit — 
bit 7 — which shows whether a device is, 
or is not, requesting service. 

There is a need for instruments to report 
other kinds of status and/or errors to the 
computer. One common need is for in- 
struments to report if they are busy or 
ready (bit 5 is used for this purpose). An- 
other need is to report abnormal condi- 
tions being encountered (bit 6 is selected 
for this). More complex conditions are 
reported by other status byte configura- 
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Table 2: Device-Dependent Message Structure 


A message represents a given amount 
of information whose beginning and 
end is defined. It is communicated 
between a device functioning as a 
talker and one or more devices func- 
tioning as listeners. 

A message begins when the transmit- 
ting device is initially addressed to talk 
and the receiving device is addressed 
as listener. 

A message is composed of one or more 
message units separated by message 
unit delimiters. A message unit 
delimiter is a semicolon. 


There are two message unit types: 

1. Mixed Data Message Unit. 

Two acceptable formats are: 

a. Header (In character argument 
format followed by a space and 
optional arguments of any type 
separated by commas). 

b. Noncharacter argument followed 
by optional arguments of any type 
separated by commas. 

2. Query Message Unit. 

Consists of a character argument 
such as “SET”, “ID”, or “FREQ” 
followed by a question mark. 


The message ends when the talking 
device asserts EOl. 




Argument Types and Examples 


Definition 


Character Argument: 
TRIGGER 


One alphabetic ASCII character optionally 
followed by any number of ASCII charac- 
ters excluding space, comma, semicolon, 
question mark, the control characters, and 
rubout. 


Noncharacter Arguments: 
Number Argument 
-12.3 


A numeric value in any of the formats 
shown in Table 1 . 


String Argument 
“Remove Probe” 


Opening delimiter (single or double quote) 
followed by a series of any ASCII charac- 
ters except for the opening delimiter, and 
a closing delimiter identical to the opening 
delimiter. 


Binary Block Argument 

% 2 bytes Binary Data 8 bits 

16 bit wave- checksum 

binary form 

value values 


“%” followed by a 2-byte (16 bit) binary 
integer specifying the number of data 
bytes, plus a checksum byte which 
follows the data bytes. The checksum 
is a twos complement of the modulo 256 
sum of the preceding binary data bytes. 
This includes the two bytes comprising 
the 16-bit integer specification. 


Link Argument 
NT.PT:1024 


Character argument (label) followed by 
“:” and a value represented in any of the 
above argument types. 


End Block Argument 
©ABCDEFGHIJKL 
E 
0 
1 


followed by a block of data with EOl 
set concurrent with the last data byte. End 
block can only be the last argument in a 
message and cannot be followed by a 
message unit delimiter. 


tions as shown in Table 3. These status 
bytes are useful for most purposes; how- 
ever, some instruments may have condi- 
tions that are peculiar to them. Bit 8 is 
used to indicate that a status byte is par- 
ticular to an instrument. 


A standard coding for the status byte is a 
convenience when programming a system, 
especially if all instruments use the same 
coding. This allows a common status byte 
handling routine to be written for all 
instruments. 



To supply even more detailed information 
than the status byte can convey, a set of 
queries are used. Queries take the form 
of a header followed by a question mark. 

A typical example is shown in figure 2. 
Here, the computer has asked the instru- 
ment to state its frequency setting. 

A SET? query makes it possible to develop 
a program using an instrument’s front panel 
as an input to the computer. The program- 
mer using this feature may never need to 
know the instrument’s IEEE-488 bus com- 
mands. Implementing a SET command 
restores the instrument to the state it was 
in when the SET? query was invoked. 

Some fine touches 

As instruments get more complex and 
possess computer-like capabilities, more 
operational conventions will be needed. 
These conventions should make the instru- 
ment easier to use if the intelligence is 
used properly. Here are some examples of 
conventions adopted by Tektronix to en- 
hance both computer/instrument compati- 
bility and human/system compatibility: 

■ While an instrument should always 
send numbers in the correct format 
described earlier, it should receive 
numbers forgivingly. Specifically: 

• Negative zero numbers should never 
be sent, but they should be accepted. 

• Any number sent in scientific notation 
should be sent exactly as defined in 
ANSI X3.42 standard; that is, with the 
decimal point included. Some com- 
puters violate this standard by omit- 
ting the decimal point. This “illegal” 
number should be received with an 
implied decimal point following the 
least significant digit. 

• If an instrument receives a number 
whose precision is greater than the 
instrument can handle internally, the 
number should be rounded off, not 
truncated. 

■ An instrument should recognize both 
spaces and commas as argument 
delimiters. Multiple spaces or commas 
should not be construed as delimiters 
for null arguments. 

■ An instrument should receive headers 
and character arguments in both upper 
and lower case and equate them (a = 
A, b = B). Some desktop instrument 
controilers have a problem sending 
upper case alpha characters. 
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Table 3. Status Byte Convention 


Name 


Code 


Function 


Normal conditions: 






Normal status 


OOOX 0000 


Response to serial poll when 
condition of instrument is normal. 


SRQ query request 


01 ox 0000 


Tells controller to query device for 
service needed. 


Power on 


01 ox 0001 


Reported after every power on. Tells 
controller that device is on the bus. 


Operation complete 


01 ox 0010 


Tells controller that a task is 
completed. 


Abnormal conditions: 






ERR query requested 


01 IX 0000 


Reports error but does not identify it. 
Controller should send query to 
identify errors. 


Command error 


01 IX 0001 


Reports that message received 
cannot be parsed. 


Execution error 


01 IX 0010 


States that message cannot be 
executed. 


Internal error 


01 IX 0011 


States that device is out of calibra- 
tion or Is malfunctioning. 


Power fail 


01 IX 0100 


Notifies controller that power failure 
is occurring. Controller may take 
action to save data or flag suspect 
operation. 


Execution error warning 


011X 0101 


Warns that device has received and 
is executing a command but that a 
potential problem exists. 


Internal error warning 


011X 0110 


Warns that device has an internal 
failure but is continuing to function. 




Fig. 2. The use of easy-to-remember queries is an important feature of Tektronix GPIB instru- 
ments. Many query commands are formed by adding a question mark to the mnemonic for the 
setting to be queried. 



There are other features built into Tektronix 
intelligent instrunnents that enhance their 
usability. Here are two examples; 

The Service Request (SR) function and 
corresponding status byte are very impor- 
tant. They can alert the instrument con- 
troller to new events or possible malfunc- 
tions. For example, sometimes a computer 
or instrument does not want to be inter- 
rupted. For these cases, an RQS OFF 
message can be sent to disable any ser- 
vice requests. To turn the service request 
capability back on, an RQS ON is sent. 
Another useful convention relates to the 
Device Trigger (DT) function. Sometimes a 
command message sent to an instrument 
should be executed Immediately. At other 
times, the command should only set up 
the instrument, and the desired action 
should be executed when the Group Ex- 
ecute Trigger interface message is sent. 

To make the instrument execute com- 
mands Immediately, the message DT OFF 
is sent. Conversely, to make the instru- 
ment defer execution of commands, the 
message DT followed by a descriptive 
character argument such as TRIG or 
GATE is sent. 

Summary 

The Tektronix Codes and Formats standard 
is designed to extend the compatibility of 
programmable instruments. This standard 
should reduce the cost and time required 
to develop system and applications soft- 
ware by making it easier to generate 
and understand the necessary device- 
dependent coding. 

Operational conventions are an important 
part of the standard. They ensure that 
communications over the bus take place 
in a logical, consistent manner and avoid 
ambiguities between the transmitted and 
received message. ■ 



■ An instrument sending data about its 
front-panel status should use headers 
and character arguments that corres- 
pond to the front-panel nomenclature. 



Compliance with these conventions make 
Tektronix instruments “friendly” to a casual 
or inexperienced programmer and com- 
patible with most computers. 
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